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Abstract. The error of measuring the total interaction coefficients of turbid media using 
collimated light transmission was estimated with zm analytical expression. which was verified 
with accurate Monte Carlo simulations. The expression is based on the Henyey-Greenstein 
phase function of scattering and the probJbilities of non-scattered and singly scattered photons 
"it ted through a tissue slab with a unit anisotropy factor. 
1. Introduction 
Lasers are increasingly being used in the medical sciences as tools for both diagnosis and 
therapy (Shapshay 1989, Castro er al 1991, Jacques 1992, Gibson and Kernohan 1993, 
Basford 1993). The optical properties of tissues play an important and fundamental role 
in these applications because they directly determine how light behaves within the tissues. 
The optical properties of tissues are described by the absorption coefficient pa (cm-'), 
scattering coefficient ps (cm-'), and anisotropy factor g, which is the average cosine of the 
deflection angle after a single scattering event. One of the derived parameters is the total 
interaction coefficient p1, defined as pa+ pLs. Among the many methods of measuring these 
optical properties is the collimated light transmission method that measures total interaction 
coefficients (Cheong er al 1990, Flock et al 1992). This method is simple and involves 
minimal instrumentation. This note derives the error expression of this technique so that 
the optical properties can be measured with a controlled error. 
First, an introduction will explain how the collimated transmission method works for 
a slab of tissue or a slab of turbid medium. Second, the number of transmitted photons 
with different numbers of scattering events assuming an ideal medium, g = 1, will be 
derived. Third, using the set-up geometry and the scattering phase function of the medium, 
the collection efficiency of the detector for singly scattered light will be derived. Fourth, 
the error of measuring total interaction coefficients will be formulated based on the results 
of the second and third steps. Fifth, the error expression will be confirmed with accurate 
Monte Carlo simulation results. 
2. Collimated transmission method 
In a collimated transmission measurement (Cheong et a1 1990, Flock et a1 1992), a 
laser beam is directed perpendicularly to the surface of the sample slab. The collimated 
transmission is measured by rejecting the scattered light with the two apertures (figure 1). 
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The signal IO is measured with a clear medium of a matching refractive index before the 
signal I, is measured with the sample, where the sample can be a piece of tissue or a tissue 
phantom (e.g. polystyrene spheres solution). Based on Beer's law, the total interaction 
coefficient of the sample is computed by 
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@I = WO/L)/d (1) 
where d is the thickness of the sample. 
Figure 1. Schematic of the experimental set-up used for measuring total interaction coefficients 
with collimated h " i s s i o n .  
The validity of the measurement is based on the assumption that the detected scattered 
light is negligible compared with the detected unscattered light. Two factors affect this 
assumption: one is the collection angle 0, (half angle) of the detector, and the other 
is the scattering optical depth psd of the sample slab. The collection angle determines 
the percentage of scattered photons collected by the detector, which is called 'collection 
efficiency' in this article. The scattering optical depth determines the number of scattered 
photons compared with the unscattered photons. 
3. Transmission distribution 
Consider a sample slab of thickness d with the following optical properties: matched index 
of refraction with the ambient medium, pa, ps, and g = 1. If the total number of incident 
photons is Nj., then according to Beer's law the number of unscattered transmitted photons, 
NO is 
NO = NI, exp(-ptd). (2) 
Let the number of transmitted photons that have experienced i scatterings be denoted by 
Ni, which is computed by 
Ni = Ninexp(-htd)(pLsd)i/i! (3) 
where i = 0,1,2, . . .. Equation (3) is reduced to Poisson distribution if fi; = 0 and is 
a special case of the solution to the transport equation under small-angle approximation 
(Deepak et a1 1982). Although the derivation can be modified from that of Poisson 
distribution, it is presented in the appendix for completeness. 
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4. Collection efficiency 
The unscattered light IS assumed to be collimated and is completely collected by the detector. 
The singly scattered light has an angular distribution and is only partially collected, where 
the collection efficiency can be computed from the angular distxibution and the collection 
angle of the detector. 
The Henyey-Greenstein phase function @lenyey and Greenstein 1941, Jacques and 
Wang 1994), which is the probability density function of the cosine of the deflection angle 
8, is assumed for scatterings 
p ( ~ ~ ~ 8 )  = (1 - g 2 ) / [ z ( i + g 2 - z g ~ ~ ~ e ) 3 / 2 ]  (4) 
where 8 is in the range [O, n]. and the integration of p(cos 8 )  with cos 8 in the range [-1,1] 
is unity. 
For a sample slab in air with a refractive index n, the collection angle in air 8, 
corresponds to a collection angle in sample 8; that is computed by Snell’s law, i.e. 
sin(&) = n sin(8;). Integrating (4) with cos8 in the range [cos8;, I], we obtain the fraction 
of single scattered light that is collected by the detector 
x =  [ 1 - ( I -  ,o)/&=zz] (1 + g)/(Zg) (5 )  
which is rather complicated but can be simplified to 
x - s;*/[z(I -&I = 8,2/[zn2(1 - g)2]. (6) 
when 1 - g <i 1, i.e. g + 1, and 8; <i 1 - g. 
5. Error expression 
When the scattering optical depth pLsd is of the order of 1, we can consider the singly 
scattered light as noise and ignore multiply scattered light in order to estimate the detection 
error. For g + 1, the number of singly scattered photons can be approximated by NI in 
(3). Therefore, the measurement error is approximately 
E =  X N I I N O  (7) 
where ~ N I  is the number of collected singly scattered photons. Although the specular 
reflections on both‘ slab surfaces a e  not considered in estimating the collimated and collected 
singly scattered photons by No and x N , ,  they experience approximately the same specular 
reflection. Therefore, the constant correction factors for the numerator and denominator in 
(7) caused by the specular reflection cancel out. Substituting the expressions for NO and NI 
based on (3) into (7), we obtain 
E = Xpsd. (8) 
Substituting (6) into (8) and solving for d ,  we obtain 
d = 2cn2(1 - g)’/(02p9) 
which is valid when 1 -g << 1 and 8; << 1 -g. Equation (9) means that the sample thickness 
must be limited according to the range of the optical properties of the turbid medium and 
the collection angle of the detector in order to achieve a given accuracy. If one wishes 
to achieve E < I%, where n = 1.37, g = 0.99, 0, = 1 mrad and pLs is approximately 
100 cm-I, then d should be < 0.037 cm. 
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Figure 2. (a) Monte Carlo simulated unscattered collimated transmission, c, and scattered 
transmission faUing within the collection angle, T,, though il sample slab as a function of 
tissue thicloless. The power of the laser beam is 1 W, and the collection angle & is 2.5'. The 
optical properties of the medium are refnctive index = 1.37, IL, = 0.1 cm-', fl8 = 100 cm-I, 
and g = 0.9. The solid line crossing the solid circles is created using Beer's law, i.e. 
(1 - R.p)lenp(-p,d), where R,, is the specular reflection equal to 2.4%. (b) The e m r  caused 
by scattered light is computed by 'G f T,, which is closely approximated by (8). as shown by the 
solid line. 
6. Monte Carlo verification 
The validity of (8) was tested by Monte Carlo simulations (Wilson and Adam 1983, Prahl 
et al 1989, Wang and Jacques 1992, Jacques and Wang 1994) of the experiment. The 
unscattered collimated transmissions Tc and the scattered transmission falling within the 
collection angle T, were computed for a laser beam perpendicularly incident to a tissue slab 
(figure 2(a)), because the scattering optical depth of the turbid medium in this simulation is 
limited to 2 (100 cm-' x 0.02 cm) and the scattering is highly forward-directed, the radial 
spread of transmitted light is neglected in determining whether the light is collected by the 
detector. In other words, as long as the exit angle of the transmitted light with respect to the 
optical axis is less than the collection angle, the light is considered to be collected by the 
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detector. The ratio TJT, represents the error and is closely approximated by (8) when d is 
small, but error is underestimated by (8) when d is large (figure 2(b)). The underestimation 
is due to the multiply scattered light. Therefore, (8) is only valid when psd < 1, which 
should be true in practice to achieve a good accuracy. 
7. Summary 
We have derived a practical error expression for measuring the total interaction coefficient 
with the collimated transmission (equation (8)). Although the derivation was based on the 
simple analytical expressions of photon-transmission distribution, the validity of the error 
expression was verified using accurate Monte Carlo simulations. 
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Appendix 
This appendix proves equation (3). An infinitely narrow photon beam is incident to the 
tissue along the z-axis, where the z-axis is perpendicular to the tissue surface and originates 
on the tissue surface. Let us define F'j{z,, z z )  as the probability of a photon travelling from 
z ,  and arriving at z~ in the ideal tissue (g = 1) with i scatterings, where Pj(zl, 12)  is only 
a function of z 2  - z,. Equation (3) is equivalent to 
Pt(0, d} = exp(-ptd)(psd)'/i!. (AI) 
Induction will be used to prove (Al). First, (Al) is valid for i = 0 because of (2). Second, 
we will prove if (Al) is true for i = j ,  then (Al) is true for i = j + 1. 
The probability of no scatterings between 0 and z is Polo, z ) .  According to the definition 
of the scattering coefficient, the probability of a single scattering between z and z + Az is 
PI{z ,  z + Az} = @$Az 
ignoring the probability of two or more scatterings, where Az is a small finite increment of 
z. The probability of j scatterings between z + Az and d is Pj{z + Az, d )  which can be 
expanded to a zero-order term and a first-order error term, i.e. 
e(z + Az, dj = e(z, d )  + P;{z +kAz, d)Az (A31 
where k is a constant between 0 and 1, and P;(z+kAz, d )  is a first derivative with respect to 
z. Consequently, the probability that transmitted photons experience no scatterings between 
0 and z ,  one scattering between z and z + Az, and j scatterings between z + Az and d is 
Po{O, z ) P ~ { z ,   + Az}Pj(z + Az, d), which becomes 
PdO, z)P1(z, z + AzjPJz f Az, dj -+ exp(-ptz)pSf;{z, dfdz (A41 
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by letting Az 3 0, replacing Az with dz, and ignoring the second-order infinitesimal term. 
Replacing Pj ( z ,  d} with (Al) for i = j in which d is replaced with d - z and integrating 
(A4) over the full thickness of the tissue to cover all cases of j + 1 scatterings, we obtain 
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Pj+lIO. dl = eXp(-wt4(wL,d)’+L/(j + I)! (As) 
which means (Al) is valid for i = j + 1. Therefore (AI) is valid for all i values based on 
this induction. 
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